
ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPC Date: 
Supervisor Name: 

100135 
NEW HAVEN VSP 
04/27/2010 
04/27/2010 
04/28/2010 
10/31/2011 
STEPHANIE J TAYLOR 

Diagnostic Results 

VERSIONS 
DMT 1.04 
PIC 2.05 
Modem 1.06 
Questions 1.00 
Reports 1.02 

1 4 

Sample Chamber = 49.03°C ^ 'V 
TEMPERATURES 

3°C 4 ^ 
Breath Tube = 45.41 °C 
Digital Sim = 34.0°C 

V 

SETTINGS 
Lamp Voltage = 1.83 V - i „ V * 
Cooler Voltage = 1.71 V <T ^ 
Bias Voltage = 80.7 V . 
Chopper Freq = 552.8 Hz -7 ' 

Jr ^ ' 
PUMPINFO 4 r 
Flow Rate = 6.052 L / M 

DETECTOR INFO 
PUMP ON OFF / ~ \ \ 
MAX(V) 0.2179 0.2215 h 
MTNCV) 0.2161 0.2203 

FILTER INFO 
Filter 1 0.221 Zero = true " 
Filter 2 0.490 Zero = true ^VV \^ 
Filter 3 0.785 Zero = true v ' 

W 

0.10 

0.08 

0.06 

0.04 

CALIBRATION CHECK 
Xq = 0.0863 1.39% 

Routine Performance Check Passed 

[ 0.02 

0.00 

"2-

Accuracy and Precision Check 
Concentration 
Lot# 
Average 
Std Dev 

= 0.100 g/210L 
= 11-40-100 
= 0.100 g/210L 
= 0.001 

RFI Interference Test 
RFI detected 1-

Sample Acceptance Test 
Passed 

Alcohol (g/210L) 
Flow Rate(L/M) 

40.0 

32.0 

24.0 

10 15 20 25 30 35 40 45 50 55 60 0.0 

Performed by *>*LfJ**~> 

Reviewed by j U ' ^ f 
DMT Serial Number #100135 

Date 

Date 
Page 1 of 1 

10/31/2011 

10/31/2011 16:47 



ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPC Date: 
Supervisor Name: 

100135 
NEW HAVEN VSP 
04/27/2010 
04/27/2010 
04/28/2010 
10/31/2011 
STEPHANIE J TAYLOR 

Diagnostic Results 

VERSIONS 
DMT 1.04 
PIC 2.05 
Modern 1.06 
Questions 1.00 
Reports 1.02 

TEMPERATURES 
Sample Chamber = 48.86°C 
Breath Tube = 46.44°C 
Digital Sim = 34.0°C 

SETTINGS 
Lamp Voltage = 1.83 V 
Cooler Voltage = 1.71 V 
Bias Voltage = 80.8 V 
Chopper Freq = 553.3 Hz 

PUMP INFO 
Flow Rate = 6.020 L / M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.2140 0.2183 
MIN(V) 0.2124 0.2167 

FILTER INFO 
Filter 1 0.217 Zero = true 
Filter 2 0.485 Zero = true 
Filter 3 0.780 Zero = true 

CALIBRATION CHECK 
Xq = 0.0859 1.79% 

Routine Performance Check Failed 

Accuracy and Precision Check 
Concentration =0.100g/210L 
Lot# = 11-40-100 
Average = 0.100 g/210L 
Std Dev = 0.000 

RFI Interference Test 
RFI detected 

Performed by » c ^ / r - Date 10/31/2011 

Reviewed by Date 
DMT Serial Number #100135 Page 1 of 1 10/31/2011 16:35 
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Phone (802)388-4919 

Fax (802)453-7918 

To« O^n/g fern/ 

c ' i — From: . ~£pk -1/JU 

Number of pages including cover sheet: 


